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Pro Flayre
Strumenti canalari meccanici 

Descrizione
Pro Flayre è uno strumento in Ni-Ti indicato per 
l’apertura della porzione coronale del canale. 
Questa procedura è indispensabile per evitare 
tensioni sugli strumenti e limitare eventuali 
rischi di usura prematura degli stessi. 

Indicazioni
Da utilizzare solo in studio odontoiatrico o in 
ambito ospedaliero.

Campo di applicazione
Sagomatura e pulizia dei canali radicolari.

Misure

Confezionamento
Blister da 6 pezzi

Procedura raccomandata
Protocollo operativo:
• Individuare il canale.
• Eseguire un sondaggio con un file manuale.
• Utilizzare lo strumento Pro Flayre al fine di 

allargare l’imbocco del canale radicolare 
eliminando così le sporgenze dentinali 
e preservando l’omogeneità del canale 
radicolare. Questo passaggio è essenziale 
per evitare successive sollecitazioni sugli 
strumenti di sagomatura e limitare così il 
rischio di rottura prematura dello strumento. 
La svasatura coronale semplifica le 
modifiche alle lunghezze di lavoro e facilita 
l’inserimento degli strumenti attraverso il 
terzo apicale e quindi agevola l’accesso alla 
strumentazione successiva e all’irrigazione 
del canale.

• Successivamente seguire la sequenza 
operativa più idonea al caso da trattare.

Durante tutta la sequenza endodontica, irrigare 
ripetutamente con ipoclorito (Endo Clor) e 
E.D.T.A. (Canal Prep) al fine di eliminare tutto il 
tessuto necrotico e la componente organica del 
fango dentinale.

Conservazione
Conservare a temperatura ambiente, lontano da 
fonti di luce diretta. 

Precauzioni
• Gli strumenti sono consigliati monouso.
• Se utilizzati ripetutamente potrebbero non 

essere efficienti e/o causare inconvenienti.
• Non utilizzare il blister se aperto o 

danneggiato. 

Simboli

Garanzia  
Dental World sostituirà il prodotto che risulti 
essere difettoso.
Dental World non accetta la responsabilità per 
alcun danno o perdita, diretto o conseguente 
scaturito da uso incauto o l’inabilità ad usare 
il prodotto descritto. Prima di utilizzare, 
è responsabilità dell’utente determinare 
l’appropriatezza del prodotto per il suo uso. 
L’utente si assume la responsabilità per uso 
incauto.
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Pro Flayre
Mechanical canal instruments

Description
Pro Flayre is a Ni-Ti instrument suitable for 
the opening of the coronal portion of the canal. 
This procedure is essential to avoid tensions on 
instruments and to limit any risks of premature 
wear.

Indications
To be used only in a dental clinics or in hospitals.

Application field
Shaping and cleaning of root canals.

Measures

Packaging
Blister 6 pieces

Recommended procedure
Operating protocol:
• Locate the channel.
• Carry out a sounding with a manual file.
• Use the Pro Flayre tool in order to enlarge 

the entrance of the root canal thus 
eliminating the dental protrusions and 
preserving the homogeneity of the root 
canal. This step is essential to avoid further 
stress on the shaping instruments and thus 
limiting the risk of premature breakage 
of the instrument. The coronal flare 
simplifies changes in the working lengths 
and facilitates the insertion of instruments 
through the third apical and thus facilitates 
access to the instrumentation and irrigation 
of the canal.

• Then follow the more appropriate operating 
sequence depending on the case dealt with.

Throughout the endodontic sequence, irrigate 

repeatedly with hypochlorite (Endo Clor) and 
E. D. T. A. (Canal Prep) in order to remove all 
necrotic tissue and organic component dental 
sludge.

Storage
Store at room temperature, away from direct 
light sources.

Cautions
• The instruments are recommended for 

single use.
• If used repeatedly they may not be efficient 

and/or cause inconvenience. 
• Do not use the blister if opened or damaged.

Symbols

Warranty 
Dental World will replace product that is proven 
to be  defective. Dental World does not accept 
liability for any 
damage or loss, direct or consequential, 
stemming from the use of or inability to use 
the product described. Before using, it is the 
responsibility of the user to determine the 
suitability of the product for its intended use. The 
user assumes all risks and liability in connection 
therewith.
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